Trace metal micronutrients are integral to the functioning of marine ecosystems and the export of particulate carbon to the deep ocean. Although much progress has been made in mapping the distributions of metal micronutrients throughout the ocean over the last 30 years, there remain information gaps, most notable during seasonal transitions and in remote regions. The next challenge is to develop in situ sensing technologies necessary to capture the spatial and temporal variabilities of micronutrients characterized with short residence times, highly variable source terms, and sub-nanomolar concentrations in open ocean settings. Such an effort will allow investigation of the biogeochemical processes at the necessary resolution to constrain fluxes, residence times, and the biological and chemical responses to varying metal inputs in a changing ocean. Here, we discuss the current state of the art and analytical challenges associated with metal micronutrient determinations and highlight existing and emerging technologies, namely in situ chemical analyzers, electrochemical sensors, passive preconcentration samplers, and autonomous trace metal clean samplers, which could form the basis of autonomous observing systems for trace metals within the next decade. We suggest that several existing assets can already be deployed in regions of enhanced metal concentrations and argue that, upon further development, a combination of wet chemical analyzers with electrochemical sensors may provide the best compromise between analytical precision, detection limits, metal speciation, and longevity for autonomous open ocean determinations. To meet this goal, resources must be invested to: (1) improve the sensitivity of existing sensors including the development of novel chemical assays; (2) reduce sensor size and power requirements; (3) develop an open-source "DoIt-Yourself" infrastructure to facilitate sensor development, uptake by end-users and foster a mechanism by which scientists can rapidly adapt commercially available technologies to in situ applications; and (4) develop a community-led standardized protocol to demonstrate the endurance and comparability of in situ sensor data with established techniques. Such a vision will be best served through ongoing collaborations between trace metal geochemists, analytical chemists, the engineering community, and commercial partners, which will accelerate the delivery of new technologies for in situ metal sensing in the decade following OceanObs'19.
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INTRODUCTION
Bioactive micronutrient metals are essential for cell functions and mediate vital biochemical reactions by acting as cofactors in many enzymes and as centers to stabilize enzymes and protein structures (Sunda, 2012) . These micronutrients -cobalt (Co), copper (Cu), iron (Fe), manganese (Mn), nickel (Ni), zinc (Zn), and to a lesser extent cadmium (Cd) -are thus required for marine life, but can hinder cell growth at higher concentrations (e.g., through anthropogenic inputs in coastal regions). Since phytoplankton species have different cellular metal requirements (e.g., Ho et al., 2003; Twining and Baines, 2013) , the supply and concentration of metal micronutrients in the ocean affects the growth and turnover rate of phytoplankton, and modulates phytoplankton species composition. The distribution of metal micronutrients ultimately influences the productivity of entire food webs and the rate of particulate carbon export to the deep ocean.
Over the past 30 years, from the pioneering work of John Martin on Fe limitation (Martin and Fitzwater, 1988; Martin and Gordon, 1988) to the ongoing GEOTRACES program that is mapping the distributions and investigating the biogeochemistry of trace elements and their isotopes throughout the ocean (Schlitzer et al., 2018) , the database of discrete observations for Fe and other bioactive trace metals has grown by three orders of magnitude and encompasses observations in all ocean basins (Tagliabue et al., 2017 and references therein) . These sampling efforts have greatly improved our understanding of micronutrient cycling, but are not sufficient to constrain the key processes underpinning metal micronutrient cycling and associated biological responses. For instance, Fe currently has the highest spatial and temporal observational coverage relative to all other metal micronutrients; however, Figure 1 illustrates that even for Fe there remains large spatial gaps along with poor temporal resolution. Ship-based sampling campaigns only provide a one-time snapshot of distributions in logistically accessible regions. However, micronutrients are generally characterized by short residence times and highly variable inputs in space and time (Tagliabue et al., 2017 and references therein) . As a result, the external fluxes, removal rates, internal cycling, and residence times of bioactive trace metals remain poorly constrained and their spatial and temporal variability incompletely characterized, particularly in remote regions of the oceans. This lack of understanding cascades into an incomplete representation of ocean Fe cycling in the global models used to project the impacts of change in Fe-limited regions (Tagliabue et al., 2016) .
Metal micronutrients enter the ocean through a variety of highly episodic sources, including atmospheric deposition, sediment-water exchange at the land-ocean interface and intermittent venting from hydrothermal vents, which supply both metals and metal-binding ligands to the deep ocean. Metal concentrations have been observed to vary from days to months as a result of the passage of mesoscale eddies (Fitzsimmons et al., 2015) , changes in mixed-layer depth via wind-driven mixing (Nishioka et al., 2007 (Nishioka et al., , 2011 , coastal upwelling (Elrod et al., 2008) , and seasonal fluctuations in dust and associated wet deposition (Boyle et al., 2005; Sedwick et al., 2005) . The biological response to changing metal micronutrient distributions is also highly dynamic, ranging from fast changes in cellular stoichiometry (Twining et al., 2010) to impacts on growth rates. Experimental evidence shows that enhanced inputs of metal micronutrients can either enhance (e.g., Fe, Coale et al., 1996) or inhibit (e.g., excessive Cu, Mann et al., 2002; Jordi et al., 2012) phytoplankton productivity on time scales of hours to weeks. In some coastal settings, metal availability and intracellular concentrations of domoic acid, a neurotoxin, appear to be tightly coupled (Maldonado et al., 2002) , indicating an important role for metals in influencing the toxicity and occurrence of harmful algal blooms and the management response needed to mitigate impacts on local communities.
The short time-scale dynamics of micronutrient cycling are incompatible with discrete sampling approaches and require rapid and adaptive in situ observations to characterize episodic events and assess the biological implications of changing metal distributions. Developing the ability to obtain continuous, longterm in situ time-series for micronutrient metals is thus a pressing need in the field of trace metal biogeochemistry and such a development will improve model parameterizations of the key processes governing the distributions of micronutrients. Such work would better constrain metal fluxes and residence times, and improve our understanding of marine ecosystem dynamics following episodic events, as well as providing a baseline for detecting and predicting climate-driven changes. However, there are, at present, no micronutrient analyzers/sensors with analytical sensitivities suitable for open-ocean determinations of any of the micronutrient trace elements.
There are several regions in the ocean and specific episodic processes that would greatly benefit from high-resolution in situ metal measurements. Some of the areas that would provide the FIGURE 1 | Published dissolved Fe observations as of 2018. To highlight the limited temporal resolution of current Fe observations, the color bar shows the number of unique months of sampling for dissolved Fe within a 2 × 2 degree box in the upper 100 m (n = 24,058 observations, datespan: 1978-2014 , including all GEOTRACES IDP2017 measurements. The datespan refers to sample collection time and not publication of results). Except for a few repeat observations (e.g., Monterey Bay, HOTS, Arabian Sea, Ross Sea, Indian and Australian Sectors of the Southern Ocean, and North Atlantic), the majority of dissolved Fe observations consist of a one time "snapshot" (i.e., one unique month of sampling).
greatest benefit are either logistically difficult to reach during key seasonal transitions or need high-frequency observations to properly characterize sources and sinks of trace metals. The Southern Ocean, for example, where Fe plays a critical role in modulating productivity, lacks observations during key seasonal transitions (Tagliabue et al., 2012) , which would provide important insights into the replenishment and depletion dynamics of Fe during the autumn-winter and winter-spring periods. Additionally, the Southern Ocean experiences variations in frontal positions and mixed-layer depths, affecting the recycling of micronutrients, leading to changes in plankton community structures (Deppeler and Davidson, 2017 ). An understanding of bioactive micronutrient dynamics would similarly be important in the subarctic North Pacific and Atlantic Oceans, which feature seasonal Fe limitation (Nishioka et al., 2007; Nielsdóttir et al., 2009; Ryan-Keogh et al., 2013; Westberry et al., 2016) . Even the Arctic and Antarctic coasts represent important focus areas, where climate scenarios project enhanced continental runoff, and glacial and sea ice melting, which are expected to affect the distribution of metal micronutrients and ligands and thereby impact primary productivity (Deppeler and Davidson, 2017; Rijkenberg et al., 2018) . In situ ocean metal micronutrient observations at high latitudes during seasonal transitions would greatly improve our ability to monitor and predict the biological responses (across phytoplankton, bacteria, and archaea) to changes in micronutrient concentrations under a changing climate.
The overarching goal of this paper is to make the case for the development and implementation of new in situ technologies for marine micronutrient analyses in the decade following OceanObs'19. In addition to core biogeochemical variables (e.g., T, S, O 2 , nitrate, Chl-a), we suggest that an ideal autonomous observing system for trace metal micronutrients would include the capability to measure total dissolved concentrations of Fe, Co, Cu, Mn, and Zn with detection limits suitable for openocean determinations and field endurance spanning from a month to 1 year depending on the deployment environment ( Table 1) . Following rigorous intercalibration and laboratory testing, we envisage that such a system could be deployed within the decade following OceanObs'19 at fixed observatories 
ICP-MS
Inductively coupled mass spectrometry is generally regarded as the gold standard for metal micronutrient analysis in shorebased laboratories by virtue of the high precision and low detection limits (picomolar range) afforded by the technique, as well as convenience, since multi-elemental determinations can be performed on a single sample following preconcentration and matrix elimination (Milne et al., 2010; Biller and Bruland, 2012; Lagerström et al., 2013; Minami et al., 2015; Rapp et al., 2017) . However, current MS instrumentation requires complex sample pre-treatment, and is too resource demanding (gases, highvacuum) or not sensitive enough (current miniature platforms) for in situ deployment in the foreseeable future.
FIA
Flow Injection Analysis manifolds couple preconcentration/ matrix elimination with absorbance, fluorescence, or chemiluminescence detection of individual elements (Fe, Cu, Co, Mn, and Zn, Table 2 ), and have been very popular methods for metal micronutrient analysis onboard ships since the early 1990s (Elrod et al., 1991; Resing and Mottl, 1992; Obata et al., 1993; Nowicki et al., 1994; Measures et al., 1995; Bowie et al., 1998; Laës et al., 2007; Shelley et al., 2010; Klunder et al., 2011; Nishioka et al., 2011; Grand et al., 2015b; Rijkenberg et al., 2018) . FIA systems are compact, portable, assembled using commercially available low-cost components, offer low detection limits (<0.1 nM), a rapid analytical throughput and can be connected to continuous underway sampling systems for near-real time surface mapping applications (e.g., Vink et al., 2000; Bowie et al., 2002) . However, shipboard FIA systems are prone to drift (Floor et al., 2015) , are characterized with high maintenance requirements, and consume large amounts of reagents and power, making them unsuitable for long and/or autonomous deployments (e.g., Johnson et al., 1986) . In situ chemical analyzers based on flow techniques have been developed for Fe and Mn (e.g., Massoth, 1991; Chin et al., 1992; Okamura et al., 2001; Sarradin et al., 2005; Vuillemin et al., 2009) and Cu (Holm et al., 2008) , but the reported limits of detection of these submersible analyzers (Table 3) , which were originally designed for monitoring metal dynamics in the vicinity of hydrothermal vent systems or in coastal regions, are inadequate for open-ocean determinations.
Voltammetry
Among electrochemical methods, AdCSV with Hanging Mercury Drop Electrode has been widely applied for metal micronutrient analyses onboard ships (Fe, Cu, Zn, and Co, e.g., Achterberg and Braungardt, 1999) . AdCSV systems are compact, portable, and commercially available, offering detection limits low enough to determine subnanomolar metal micronutrients ( Table 2) . Flow systems have also been combined to AdCSV for onboard trace metal analysis (Cu, Ni, Zn, Achterberg and van den Berg, 1994, 1996; Co, Daniel et al., 1997) . Moreover, AdCSV systems are applicable for speciation measurements by using competitive ligand equilibrium method (Achterberg and Braungardt, 1999) . However, AdCSV systems are less accurate than ICP-MS, less stable than FIA systems, need UV digestion for total metal measurements, consume Hg, and often require a stable mercury drop, all of which limit their application for autonomous deployments. In situ trace level methods (Braungardt et al., 2009; Chapman et al., 2012) have used voltammetry systems that work in surface waters (∼upper 100 m) with anodic stripping voltammetry techniques, with and without gels, on the Hg film electrode surface (Table 3) . New developments using gel integrated electrodes in in situ voltammetric sensors will allow discrimination between labile trace element concentrations from the total dissolved fraction, and thereby provide an indication of metal bioavailability. Initial work was conducted more than a decade ago (Tercier-Waeber et al., 2008) , but further work is required. ASV can detect pM levels of trace metals (Zn 2+ , Cu 2+ , Cd 2+ , and Pb 2+ ) by applying a deposition potential for up to 30 min, at a more negative than the reduction potential of the free metal (M) ion, [M(H 2 O) 6 ] n+ to form M(Hg). To determine total metal concentrations, metal-ligand (M-L) complexes need to be dissociated so that the metal can be detected. There are two ways to do this and only the second has been used for in situ work: (1) acidification of the sample to pH ∼2 followed by UV oxidation prior to sample analysis and (2) application of a sufficiently negative potential to break down the complex at the electrode by reduction to M(Hg) plus L. Two reports (Braungardt et al., 2009; Chapman et al., 2012) have used an applied potential of −1.2 V vs. a Ag/AgCl reference electrode to determine the potentially bioavailable metal, which is operationally defined as the free ion plus labile M-L complexes. Conditioning or electrochemical cleaning of the electrode is accomplished between measurements to give excellent precision and an electrode lifetime of up to 2 weeks. Unfortunately, some unknown M-L complexes (e.g., Croot et al., 1999; Rozan et al., 2003 ) cannot be completely destroyed at −1.2 V, as the thermodynamic stability complexes are so strong that a more negative deposition potential (∼−1.6 V) must be applied to break up the M-L complex.
For Fe(III), competitive ligand exchange cathodic stripping voltammetry techniques (CLE-CSV) are required to detect pM levels of Fe. No in situ method has been developed and tested (Lin et al., 2018) , and unknown Fe-L complexes will need to be broken up by acidification and UV oxidation, then buffered to circumneutral pH, so the competitive ligand can complex the Fe(III) for analysis.
IN SITU MICRONUTRIENT OBSERVATIONS: CHALLENGES

Choice of Infrastructure
Independent of the target parameters, in situ monitoring in remote oceanic settings typically requires instrumentation that is robust, compact, fully automated, and capable of operating without servicing for extended periods of time with minimal reagent needs, low power consumption, and high data storage capacity (Delory and Pearlman, 2018) . In several areas and seasons, such as the wintertime Southern Ocean, infrastructure and attached devices must be able to withstand extreme weather conditions. The power requirements of prototype sensor systems, which will depend on the analytical measurement frequency and environmental conditions (temperature, pressure), will need to be carefully evaluated in order to determine on which platform or vehicle the sensor package can be deployed. Platform-based observatories can support large and powerhungry instruments, while mobile gliders and profilers will require miniaturized, light-weight sensors with low power consumption and high measurement frequencies. The following sections provide more details on some of the challenges that in situ sampling and observation methods for trace micronutrients will face.
Analytical Sensitivity and Field Endurance
In the open ocean, most micronutrient metals are present at sub-nanomolar concentrations in surface waters that increase to a few nanomolar in deeper waters (Bruland et al., 2014) . Monitoring subtle variations in bioactive micronutrients in the open ocean thus requires the development of highly sensitive analyzers characterized with detection limits <0.1 nM and a precision on the order of ±0.05 nM ( Table 1 ). In addition, micronutrient analyzer prototypes should have an endurance of at least 1 month, irrespective of the measurement frequency, to enable preliminary deployments at ocean observatories serviced at monthly intervals. However, in remote settings such as in the Southern Ocean where servicing can only be performed once yearly, a 12-month endurance would be necessary with a measurement frequency suitable to constrain seasonal changes (i.e., twice daily). While some automated in situ chemical analyzers provided month-long records of Fe (Chapin et al., 2002; Laës-Huon et al., 2016) , Mn (Klinkhammer, 1994; Okamura et al., 2001) , and Cu (Holm et al., 2008) in coastal settings and in the vicinity of hydrothermal vents (Figure 2) , there are currently no autonomous analytical techniques that can measure micronutrient metal species at the necessary detection limits for open ocean work.
Among the various analytical techniques for metal micronutrients amenable to in situ deployment (electrochemistry, wet chemistry), miniaturized flowbased techniques coupling analyte preconcentration with optical detection (spectrophotometric, fluorometric, or chemiluminescent) have the greatest potential to achieve the analytical sensitivity and accuracy necessary for autonomous open-ocean micronutrient determinations within the next decade. However, the use of reagents may ultimately limit the endurance of wet chemical analyzers for long-term monitoring applications (>1 month) owing to reagent storage and shelf life. In addition, sub-nanomolar detection of micronutrients using wet chemical analysis is often based on spectrophotometric catalytic reaction methods, which require precise thermoregulation of the instrument (reaction chamber, reagents, and in situ standards) (Laës et al., 2005) . Temperature regulation is a technical challenge (mechanical composition of the housing, power consumption, electronic enslavement, temperature inertia, and the use of multivariate standard curves) that depends on the range of temperature variation encountered in the environmental setting: surface buoys, profilers, or deep seabed observatories. These limitations suggest that the development of novel analytical chemistries that are not responsive to temperature variations would be highly desirable.
Avoiding Contamination
Contamination is one of the major hurdles associated with trace metal analysis, and will require careful consideration in the design of autonomous analyzers housings (e.g., using metal free components such as Teflon or LDPE that are in contact with the sample), as well as the selection of noncontaminating platforms from which to deploy them. The extremely low natural concentrations of metals and their ubiquity in traditional sampling equipment (ships, frames, bottles) have led trace metal geochemists to develop extreme methodologies to avoid contamination during all phases of sampling and analysis. Specialized sampling systems for vertical profiling have been developed using polymer-based hydrowires and plastic-coated or titanium rosette frames fitted with sampling bottles that are lined with Teflon or constructed using high-purity plastics (de Baar et al., 2007; Measures et al., 2008; Cutter and Bruland, 2012) . To avoid introduction of contaminants following recovery of the sampling package, subsampling is carried out in class 100 filtered air spaces and rigorously cleaned plastic containers are used for sample storage. In situ monitoring will obviously eliminate some of these issues, most notably during sample acquisition and processing (filtration, acidification) and by removing the need to transfer and store the sample into a clean container prior to analysis. However, not all available deployment platforms will be suitable for in situ metal sensors. For example, deploying a sensor on a moored profiler will require the use of non-metallic components or the addition of vanes to orient the sensor intake upstream of the mooring line. Therefore, some existing ocean observing infrastructure (OOI) will need to be customized in order to accommodate new micronutrient sensors while other ocean observing assets may not be suitable at all.
Biofouling in oceanic environments can take place very quickly, particularly in surface waters during periods of high biological productivity, and can lead to data quality deterioration in less than a few weeks' time (Delory and Pearlman, 2018) . Processes to minimize biofouling effects are therefore necessary to ensure the long-term reliability of in situ monitoring devices. Considering that the most effective biofouling prevention relies on the use of metals (e.g., Cu coatings), the development of metal-free biofouling coatings may be necessary to prevent contamination of metal sensors/analyzers, particularly in regions where sub-nanomolar metal concentrations are prevalent. The intricacies of trace metal analysis will thus potentially restrict the integration of newly developed metal sensors into existing ocean observing assets.
Metal Speciation
Metal micronutrients can exist in a variety of redox states, chemical species, and in a range of operationally defined physical forms. The majority of historical metal micronutrient observations consists of total dissolved concentrations, which are obtained following separation from the particulate phase using 0.2-0.45 µm pore size filters and acidification to pH < 2 using a strong acid. The total dissolved metal fraction includes colloids, organic and inorganic complexes, as well as free hydrated ions (<0.02 µm), which may be the most bioavailable species to biota. The operationally defined total dissolved metal fraction has been adopted based on historic sample filter sizes. Acidification allows sample integrity to be preserved prior to analysis and for the comparison of data from one location to the other and among various analytical labs. It also allows organically complexed metals to be dissociated and thus make them accessible to the analytical methodology.
To provide continuity with historical data, it is desirable to develop in situ metal micronutrient sensors with the capacity to measure total dissolved metal concentrations. However, this will also pose a technical challenge for long-term unattended observations, as it implies samples which need to be filtered and acidified for longer than a few minutes prior to analysis. The filters would need to be either automatically changed or cleaned at regular intervals to provide a representative sample of the total dissolved metal concentrations and to avoid clogging of the overall system. Additionally, while obtaining bulk total dissolved concentrations is geochemically meaningful in order to quantify external fluxes and budgets of micronutrient metals (e.g., for Al and Fe for dust deposition), its interpretation is challenging when attempting to determine which metal species are most available to resident biota. In this regard, the development of in situ metal analyzers that do not require pre-treatment (filtration and acidification) may provide additional insights into the reactivity of metal micronutrients in their natural state, thereby providing measurements that are more representative of bioavailability than total dissolved concentrations. It would also simplify in situ chemical analyzer manifolds and increase their measurement frequency, by removing one analytical step characterized with slow kinetics (i.e., the liberation of metals from ligand complexes). However, if filtration is avoided, particulates and biofouling could limit long-term deployment by blocking channels of microfluidics systems. Further assessment is required to fully resolve this issue.
Long-Term Accuracy: In Situ Calibration
To maintain analytical accuracy over long (months) periods, micronutrient metal sensors will need to be calibrated autonomously and accuracy assessed through the use of external standards. In the case of sensors measuring total dissolved metal concentrations (i.e., filtered and acidified), in situ calibration can be performed using acidified onboard standard(s) run at regular intervals throughout the deployment period. The shelf life of acidified onboard standards for total metal determinations is not expected to be an issue, as illustrated by the long-term stability of the SAFe and GEOTRACES community standards, which have exhibited stable concentrations for a variety of metals over several years. Quality control will prove more challenging for in situ speciation determinations, since it will be more difficult to preserve the standard solution (e.g., Fe (II)) over extended deployment times.
Measurement Frequency, Data Acquisition
End-users desire sensors that can be deployed for a minimum of 1 month and up to 12 months with confidence, have high measurement frequencies (hours to days; Table 1 ) and minimal servicing requirements. Ideally, these sensors would employ realtime satellite reporting of the metal micronutrient concentrations along with other ancillary biogeochemical parameters (e.g., T, S, Chl-a) to enable adaptive sampling. Increasing the measurement frequency, which depends on the environment, sampling mode and research questions, implies an increase in data storage capacities. For current metal micronutrient analysis onboard ships, post-cruise data processing (reagent blank, optical blank, electrochemical background subtraction) is carefully employed. Such high-quality corrections will need to be implemented for the next generation of in situ sensors and one of the next challenges would be to consider when and how to apply corrections from in situ calibration or from in situ quality control. Globally accepted definitions of the speciation (physical, redox, chemical speciation) for metal micronutrients concentrations produced by sensors will also need to be considered before integrating them into databases and global models.
Fostering Widespread Use
The commercialization of plug-and-play micronutrient metal sensors with sub-nanomolar sensitivity is unlikely within the next decade due to the relatively small market for such devices and the high costs associated with prototype development, validation, and manufacturing of the final product. For this reason, most micronutrient metal sensor development work will continue to be carried out at research institutions, where prototypes are engineered in house using specialized instrumentation with a high level of expertise for fabrication, operation, deployment, and data processing (e.g., Klinkhammer, 1994; Okamura et al., 2001; Holm et al., 2008; Laës-Huon et al., 2016) . In addition, the development work required to convert early prototypes into robust, reliable, and validated instruments for month-long deployments in the open ocean spans across more than one typical 3-5 year funding cycle. It is also difficult to sustain using research funding schemes that often prioritize innovation over continued development and validation. Thus, emerging sensors rarely go beyond the prototype stage, which hinders extensive use by the wider community.
To foster widespread deployments, one possibility would be to promote the development of autonomous micronutrient analyzers assembled using commercially available or 3D printed components and operated using open-source electronics, microcontrollers, software, and instrument housings. This strategy, which proved popular with the Do It Yourself (DIY) environmental-sensor makers community, may facilitate the fabrication and operation of low cost wet-chemical micronutrient metal sensors and maximize replication and operation by a greater number of end users worldwide. Indeed, the current popularity of custom-made FIA manifolds for the analysis of trace micronutrients onboard ships may be attributed to the fact that these manifolds can be built using commercially available components that do not require a high degree of expertise for assembly and software control. Applying a DIY open-source strategy and readily available technology would greatly simplify the developmental pathway from laboratory to the ocean and would lower the overall costs of the development and production of wet chemical analyzers. This approach will likely attract more analytically inclined trace metal geochemists to participate in the development. Consequently, the community would greatly increase the number and capability of prototype analyzers for bioactive micronutrient metals that could be readily deployed and tested on short-term missions aboard autonomous surface vehicles or at coastal monitoring nodes. Such an increase in the number of sensors will ultimately lead to robust concentration reports of defined sets of intercalibrated metal species, determined with well-accepted sampling and analytical protocols.
TECHNOLOGIES WITH POTENTIAL WITHIN A DECADE
Several analytical technologies have the potential to be deployed in situ for micronutrient metal analysis in the decade following OceanObs'19 (Table 4 ). These include (1) miniaturized wet chemical analyzers, which will likely achieve the analytical sensitivity required for open-ocean determinations but will have a limited endurance due to power requirements, as well as reagent stability and consumption, and (2) voltammetric sensors which are proven in high metal concentration environments (e.g., coastal systems, continental margins, and hydrothermal vent fields), and (3) passive preconcentration samplers, which have the potential to be mass deployed at low cost but will need to be recovered periodically for analysis, and thus will be most amenable to deployment in easily accessible coastal regions, where they could be incorporated in citizen monitoring programs.
Miniaturized Wet Chemical Analyzers
Lab-on-Chip
The miniaturization of existing reagent-based assays holds great promise for micronutrient sensing on moorings, cabled-arrays, and autonomous underwater vehicles (Statham et al., 2003 (Statham et al., , 2005 Gamo et al., 2007; Doi et al., 2008) . Recent advances in microfabrication have led to the development of automated Lab-on-Chip microfluidic analyzers, which are compact, selfcalibrating, fully automated, low cost, and operate standard absorbance methods with low power and reagent consumption (Figure 3) . These instruments have been deployed for up to 2 months in estuarine and coastal settings, providing hourly macronutrient data (N, P) with an accuracy comparable to that of laboratory-based auto-analyzers (Beaton et al., 2012; ClintonBailey et al., 2017; Grand et al., 2017; Vincent et al., 2018) . While fully automated Lab-on-Chip analyzers were recently developed for Fe (II) and Mn, their detection limits [2 nM, Fe(II), Geißler et al., 2017; 28 nM Mn, Milani et al., 2015] restrict their use to areas characterized by high concentrations, such as estuarine and coastal settings, oxygen minimum zones, and hydrothermal plumes. To achieve the sensitivity (∼0.1 nM) necessary for metal micronutrient determinations in open ocean settings (Table 1) , analyte preconcentration protocols compatible with the Lab-onChip technology will need to be developed and on-chip detection The LOV can be configured for absorbance, fluorescence, or chemiluminescence detection by repositioning the optical fibers (green tubing) around the flow cell and using appropriate detectors (e.g., miniature spectrophotometer, photomultiplier tube). The LOV ports are used to aspirate and mix microliter volumes of reagents and sample, which are then propelled to the flow cell for analyte quantification (rectangular block, left-hand side).
capabilities extended to fluorescence, chemiluminescence, and/or Cavity Ringdown Spectroscopy. These ongoing developments will enable Lab-on-Chip sensors to operate existing wet chemical assays for Mn, Fe, Zn, Cu, and Co within the next decade.
Micro-Sequential Injection Lab-on-Valve
Micro-Sequential Injection analyzers are another class of automated, miniaturized wet chemical analyzers with potential for in situ deployment (Figure 4) . Presently best suited to laboratory and shipboard determinations (Oliveira et al., 2015; Grand et al., 2016) , these compact instruments share many of the features that have made FIA systems popular for shipboard metal micronutrient determinations. Indeed, Micro-Sequential Injection analyzers are made using commercially available components, are easily customizable, fully automated, and can operate absorbance, fluorescence, and chemiluminescence determinations coupled with analyte preconcentration to reach detection limits in the sub-nanomolar range. However, unlike FIA systems, they are characterized with low reagent consumption (100s of microliters per sample), are less prone to drift, and do not require much maintenance, which make micro-Sequential Injection analyzers better suited to long-term unattended operation relative to their FIA counterparts. At present, the application of micro-Sequential Injection to micronutrient metal determinations at open ocean levels is limited to the shipboard analysis of total dissolved Zn and Fe, with reported detection limits of 50 pM for Zn (Grand et al., 2016) and 1 nM for Fe (II) (Oliveira et al., 2015) . MicroSequential Injection is thus a proven analytical technology for sub-nanomolar metal micronutrient detection, but unlike Labon-Chip platforms, micro-Sequential analyzers have not yet been engineered for in situ deployment. Further work is required to integrate all micro-Sequential Injection components (Labon-Valve, pump, detectors, electronics, and microcontroller) into compact, submersible housings, which will enable the deployment of micro-Sequential Injection analyzers at fixed locations (cabled observatories) and possibly for surface mapping applications onboard unmanned surface vehicles (e.g., wave gliders, Sail Drones, Autonomous Underwater Vehicles) in the decade following OceanObs'19.
Electrochemical Methods
One possibility for in situ applications of ASV is to use a solid working electrode instead of a mercury drop (Sundby et al., 2005; Luther et al., 2008) . A new in situ copper microsensor using a vibrating gold microwire working electrode (GibbonWalsh et al., 2012) , an iridium wire counter electrode, and a solid state reference electrode made of AgCl coated with an immobilized electrolyte and protected with Nafion has recently been developed. This sensor is able to detect Cu at nanomolar concentrations in coastal waters (2.0 ± 0.5 nM) and performs speciation measurements. The current version of the system has been deployed in situ for hydraulic, electronic, and pressure tests (2750 m) aboard the Nautile submarine . Although the detection limit is currently too high for open-ocean applications, it may be lowered by increasing the deposition step time, thereby offering another prospect for in situ ASV determination of Cu at sub-nanomolar levels. Conditioning and electrochemical cleaning of the electrode remains, however, as for the classical in situ voltammetric systems, a considerable challenge.
For environmental systems such as hydrothermal vents, diffuse flow ridge flanks, seeps, and sediments that are metal sources with higher concentrations (micromolar) of Fe and Mn, in situ solid Au/Hg working electrodes, have been tested and calibrated to 5000 m and from 2 to 60 • C (Luther et al., 2008; Cowen et al., 2012) . These voltammetry systems have been operated using the Alvin submersible and the Jason II ROV in dynamic flowing vent and diffuse flow waters. In such environments, autonomous systems have been deployed for up to 3 weeks. These systems are amenable to integration into Ocean Observing Initiative assets where power is not limited. Fast scan voltammetry techniques (∼2 s for complete data acquisition) were used without a stripping or preconcentration step due to the elevated metal concentrations in these environments. The method uses a 5 s conditioning or cleaning step so that multiple analytes can be detected simultaneously every 7-10 s to study the dynamics of the source waters in these environmental systems.
In Situ Collection, Preservation, and Preconcentration
Serial Automated Trace Metal Clean Samplers
During the development and testing phase of the chemical analyzers and sensors described above, it would be desirable to foster the development and use of trace metal clean devices that can collect and preserve samples for later laboratory analysis. The benefits of this approach are twofold. First, developing the capability to collect and preserve trace metal clean seawater samples in situ would allow obtaining timeseries in environments that are only accessible once a year and are characterized with challenging conditions for any newly developed sensor, such as in the Southern Ocean. Second, the application of proven, autonomous trace metal clean samplers would be extremely valuable for testing and intercalibration of future in situ analyzers and sensors. The technology for autonomous trace metal samplers is already available and mature enough to be deployed within the next decade. Examples include the MITESS sampler (Bell et al., 2002) , the newly developed PRISM sampler (Mueller et al., 2018) , ANEMONE-11 (Okamura et al., 2013) , the commercially available McLane Labs Remote Access Sampler (RAS), and the Biogeochemical AUV sampler CLIO, which is currently under development at WHOI. Each of these different autonomous sampler types has different advantages and disadvantages for remote sampling of low level, trace metal clean open ocean seawater, and the type of application will determine which one(s) are suitable. Some further refinements may be necessary to optimize the sampler type for the project needs (e.g., endurance, type of deployment, ocean conditions).
Passive Preconcentration Samplers
A complementary approach to automated samplers and in situ analysis of micronutrient metals is the development of passive sampling techniques. Passive sampling is based on the diffusion of the analyte across a porous membrane (hydrophobic or hydrophilic) into a receiver phase (solid or liquid), where the analyte is accumulated at a rate that is proportional to the external concentration. After a set deployment period (days, weeks, months), the sampler is retrieved, and back in the laboratory the analyte is extracted from the receiver phase and analyzed. Passive samplers thus provide a time-averaged weighted concentration of the species of interest, which, in contrast to discrete sampling, increases the likelihood of capturing intermittent sources and sinks. In addition, passive samplers have no moving parts, do not require a power source, are inexpensive, and could thus be mass deployed, particularly in coastal regions where they can be easily retrieved. Another notable feature of passive samplers is that they collect and pre-concentrate the analyte in one step, which is particularly beneficial for metal species present at sub-nanomolar levels in seawater.
There are several types of passive sampling devices that have been developed over the past 30 years. Among these, Diffusive Gradient Thin (DGT) Gels and, more recently, Polymeric Inclusion Membranes (PIMs) have been deployed in coastal and inland waters (Twiss and Moffett, 2002; Shiva et al., 2016; Almeida et al., 2017) , and appear to have the most potential for micronutrient metal determinations. DGTs were also used successfully (analyzing a suite of trace metals at sub-nanomolar level) on discrete samples from the Southern Ocean (Baeyens et al., 2011) and more recently aboard a SeaExplorer glider in the Mediterranean Sea (Baeyens et al., 2018) . It should be noted that passive samplers collect samples over the time interval of the deployment. Thus, while they are more likely to collect transient signals over the time interval of the deployment, they will also average all transient signals over the time interval of the deployment. Prior to widespread use, these techniques will require further laboratory testing and validation to determine which metals species are being measured (free ions and small and possibly weaker metal-ligand complexes), and to quantify metal concentrations, given poorly constrained diffusion rates.
A ROADMAP TOWARD AUTONOMOUS MICRONUTRIENT OBSERVING SYSTEMS
There are several regions (e.g., high latitudes) and specific episodic processes (e.g., seasonal transitions) that would greatly benefit from high-resolution in situ metal measurements in order to characterize and quantify sources and sinks of trace metals in the global ocean. Sensor development would also address an urgent need to improve predictions, in a rapidly changing ocean, of the plankton response (phytoplankton, bacteria, and archaea) to variations in micronutrient concentrations, following episodic events and/or at seasonal transitions.
Of the bioactive metal micronutrients (Fe, Zn, Co, Mn, Co, Ni, and Cd), Fe has received the most attention considering that it limits primary productivity in large parts of the world's ocean, and imparts a significant influence on phytoplankton species composition. As such, Fe should probably be the prime target for sensor development and field implementation in the next decade, not only to improve the quantification of fluxes but also to better constrain the parameterizations of regional and global numerical models (Tagliabue et al., 2016) . In addition, the technology and lessons learned from the development of an open ocean Fe sensor could facilitate the development of sensors for other important metal micronutrients, particularly for reagent-based analyzers which will operate using similar fluidic architectures and detection schemes. However, subsequently, high-frequency observations would be desirable for the full suite of essential trace elements, such as zinc (Southern Ocean: Vance et al., 2017; subarctic North Pacific: Kim et al., 2017) .
Some of the areas that would provide the greatest benefit (e.g., high latitudes) are logistically difficult to reach. The ability to meet the challenge of producing metal sensors capable of operating in these remote open ocean regions is unlikely in the decade following OceanObs'19 due to the immaturity of metal-sensor development at this time. However, within this timeframe, it is reasonable to expect the development of sensors for less extreme environments at sites that currently host time series activities (HOT, BATS, CALCoffi, etc.) , at cabled ocean observatories, which are regularly serviced, or in areas where metal concentrations are above open ocean levels. At remote high latitudes, the development and implementation of autonomous trace metal clean sample collectors and/or passive samplers retrieved at yearly intervals with ensuing shore-based analysis is an achievable outcome within the next decade. In the following, we describe a series of tangible outcomes, that should be the focus of research and development efforts in the decade following OceanObs'19.
Testing and Intercalibration
Development of metal sensors for remote deployment requires analyzers/sensors that are well tested in terms of electronic performance, endurance, and analytical performance under all operating conditions (i.e., freezing conditions and remoteness). Thus, before implementing in situ chemical analyzers, electrochemical sensors, and passive samplers on various types of platforms, the systems must be rigorously tested and validated under controlled laboratory conditions. Such long-term unattended laboratory tests should be standardized and include (1) temperature and pressure effects on analytical sensitivity, drift, and reagent shelf life (for methods sensitive to such changes, e.g., Okamura et al., 2001; Weeks and Bruland, 2002) ; (2) aging of the sensor (sunlight, seawater spray, vibrations); (3) the potential for biofouling and ways to mitigate it without metal-based biocides; and (4) a thorough intercalibration of the analyzer/sensor data quality (including speciation) with that of established techniques with input and guidance from the GEOTRACES community of analysts. These tests, which should at least be performed over a month-long period, will provide a first estimate of required operational settings in terms of robustness, reliability over time (figure of merits, drift), and lifetime without maintenance and power consumption, each of which will depend on the environmental conditions of the deployment and the analytical measurement frequency required for a given application. Such tests are theoretically feasible using existing monitoring platforms, pressure chambers, and test pools. However, as mentioned above, these tests are difficult to sustain beyond the typical 3-5 year time scale of a typical method development research grant and require resources that are not available to all developers (i.e., pressure chambers and test pools). Yet, they are critical to ensure end-users' acceptance and foster widespread usage by the community.
Surface Mapping Along Dry and Wet Atmospheric Deposition Gradients
Areas where dust deposition is important would be well served by the addition of high-frequency measurements. Dust deposition is an important source of trace metals to the open ocean, especially for Fe, whose availability influences productivity at high latitudes and nitrogen fixation rates in oligotrophic subtropical gyres (Tagliabue et al., 2017 and references therein) . Regions of known elevated dust deposition (e.g., the subtropical North Atlantic; Sedwick et al., 2005; Buck et al., 2010) would be expected to exhibit large dissolved metal gradients at concentrations significantly above other open ocean locations, thereby facilitating the establishment of new sensor systems. High-resolution autonomous surface mapping in these regions could improve understanding of the variables affecting metal dissolution including rainfall, dry deposition, and the sea surface microlayer, all of which are currently not well understood given the paucity of data at appropriate spatial and temporal resolution (Baker et al., 2016) . Such measurements could also allow examination of the residence time of Fe in the surface ocean and the impact of deposition events on biological activity.
Although not a bioactive trace metal micronutrient, aluminium (Al) is considered a good proxy for dust deposition and thus the input of Fe to the surface ocean Grand et al., 2015a; Anderson et al., 2016) . The residence time of Al is considerably longer than that of Fe, but much shorter than that of Mn, suggesting that it reflects Fe inputs on a daily-to-annual time scale. Current benchtop analytical techniques (e.g., Resing and Measures, 1994) are sensitive enough to analyze Al in areas of intense dust deposition without a preconcentration step, making the development of an Al sensor for these areas an interesting proposition. Such a sensor would certainly complement any new Fe sensor and would provide a data set to evaluate changes in Fe inputs. This vision could be achieved within a decade, for example, by deploying Fe and Al analyzers on autonomous surface sampling vehicles, such as Wave Gliders and Sail Drones, for month-long missions. Sail Drones are perhaps most amenable to hosting prototype in situ wet chemical analyzers due to their power availability, size, and availability of dry instrument space above the water line (Voosen, 2018) .
Time Series
Metal micronutrient time series are rare. They are mainly focused on Fe, of limited temporal resolution and difficult to maintain over the time period needed to decipher seasonal variations, episodic events, and their impact on marine ecosystem dynamics (Boyle et al., 2005; Sedwick et al., 2005; Nishioka et al., 2011; Fitzsimmons et al., 2015; Barrett et al., 2015) . Developing the capacity to instrument coastal and open ocean time-series sites, which are well characterized and visited on a regular basis for sampling and servicing (e.g., BATS, HOT, CalCOFI), would be a very desirable outcome in the decade following OceanObs'19. Ocean observing sites that are already instrumented with a mooring would be a good place to start (e.g., Ocean Station Papa, OOI Endurance Array) considering that power-hungry analyzers with relatively large payloads could be deployed and serviced at regular intervals during their development stages.
While the ultimate goal is to develop the capacity to monitor bioactive trace elements in situ at sub-nanomolar concentrations in open ocean settings, obtaining long-term datasets in areas that are not as challenging analytically (in terms of detection limits) and logistically (in terms of remoteness) constitutes an obvious first step. In this regard, acquiring time-series records in coastal regions experiencing seasonal upwelling (e.g., Monterey Bay; Elrod et al., 2008) and typically showing enhanced metal concentrations would be logistically ideal locations. Newly developed sensors/analyzers/samplers can be tested and validated (e.g., Geißler et al., 2017) , integrated with other biogeochemical sensors (e.g., macronutrients, Imaging FlowCytobot), and be potentially used to investigate how bioactive metal micronutrient availability influences domoic acid production and the onset of harmful algal blooms in coastal regions (Maldonado et al., 2002) . In addition, the GEOTRACES community could capitalize on existing micronutrient analyzer prototypes to improve quantification of metal fluxes at interfaces (e.g., Figure 2 ; Laës-Huon et al., 2016) . For example, the temporal variability of hydrothermal emissions, plume chemical speciation, and distal transport of Fe could be explored further using a series of analyzers deployed in the wake of a vent system . Metal fluxes from reducing sediments and the metal dynamics in oxygen minimum zones characterized by elevated metal concentrations could also be explored. For example, trace metal sensors could be integrated with existing ocean observing assets, such as the long-term time sampling program in Saanich Inlet (BC, Canada), a low-oxygen fjord, with monthly monitoring measurements, and a VENUS cabled observatory (Ocean Networks Canada). The implementation of such systems should be easily accomplished as it has already been performed on one of the deepest parts of the Ocean Networks Canada (Grotto Hydrothermal Vent, Endeavour Field, 2186 m) from 2011 and 2013 to collect iron concentrations (CHEMINI in situ analyzer) and to link them to the chemosynthetic environment and its related fauna (Cuvelier et al., 2014 (Cuvelier et al., , 2017 .
CONCLUSION AND RECOMMENDATIONS
Trace metal biogeochemistry is integral to our understanding of marine biogeochemical cycling and ocean productivity. The next decade offers the opportunity to capitalize on the findings of the GEOTRACES program, and the growing Ocean Observatories Initiative (assets, autonomous vehicles) to investigate processes and regions at the spatial and temporal resolution necessary to constrain fluxes, residence times, and biological and chemical responses to varying metal inputs and distributions in a changing ocean. Capitalizing on this opportunity, however, requires the development of sensors capable of measuring trace metal micronutrients at levels found in the open ocean. In the next decade, we can make progress with the development of techniques with increased sensitivity and sensor support infrastructure. In addition, we can deploy existing flow techniques, electrochemical methods, and passive samplers on dry platforms including moorings, Sail Drones, autonomous underwater vehicles, ocean observing assets, and ships of opportunity.
To meet this opportunity, however, significant resources must be invested to accomplish goals on several fronts. The first is the improvement in the analytical sensitivity of existing sensors, chemical analyzers, and their underlying chemistries. Novel chemical assays must be developed for those underlying chemistries that employ stable reagents and that are insensitive to temperature variations. Secondly, we must reduce sensor size and power requirements. In addition to deploying existing techniques, it is essential to develop an open-source "DIY" infrastructure to allow ease of sensor development and a mechanism by which scientists can rapidly adapt commercially available technology to in situ applications. Finally, to meet this opportunity, sensor technologies will need to demonstrate the endurance and comparability of in situ sensor data with established techniques in controlled lab conditions. Each of these areas will best be served through interdisciplinary collaborations/joint proposals with government, industry, or academic partners. The creation of an international working group of trace metal sensor developers facilitating regular meetings and workshops and involving the engineering, oceanographic, and analytical chemistry communities could accelerate the delivery of new technology that can be applied to in situ metal determinations in the decade following OceanObs'19.
It should be noted that no sensor is likely to be appropriate for every application. Thus, at this stage, no particular technology should be preferred over another. For example, while wet chemical techniques may ultimately provide the best sensitivity for open-ocean applications, such sensors will be limited by their longevity in the field and may not be applicable to autonomous profilers that are not recovered, due to power usage and analytical throughputs incompatible with profiling rates (i.e., Argo floats). In this regard, recent developments in analytical chemistry (novel ligands, fluorophores, ionophores, biosensors, miniaturized methods) should be regularly evaluated for their oceanographic potential.
The development of the discussed technologies are of great benefit to society as they will allow an ever greater understanding of ocean and climate feedbacks associated with the input and cycling of trace elements in the ocean. Ocean sampling programs such as GEOTRACES are vastly improving the understanding of dynamics of trace elements and in many instances allow understanding and identification of processes for the first time, in addition to prompting reconsideration of historical paradigms (e.g., Resing et al., 2015) . This is largely due to the collaborative nature of these projects that make concurrent observations of multiple trace elements and relevant biogeochemical data over large sections of the world's ocean. These large-scale discrete measurements also provide much desired information on trace metal sources and sinks. However, these ocean sections do not provide a full measure of spatial variability and no measure of temporal variability that we expect in situ sensors to provide.
Understanding trace metal dynamics has a wide range of applications, including improving our understanding of oceanic water mass circulation, surveying, and understanding toxic metal plumes and algae. Spatial and temporal observations by micronutrient metal sensors will facilitate significant improvements of numerical models that predict carbon uptake and export to the deep ocean, and thus will provide a better understanding of the role of the ocean in regulating climate. Trace metals are also of societal concern, as they may reflect pollution and in some cases their presence may be detrimental to the base of the food web. Such pollution can occur in coastal regions, as well as the open ocean through dust deposition. By understanding the variability of trace metals we can better understand their impacts on phytoplankton species composition, including the presence of harmful algae blooms. Ultimately, ecosystem management will be better informed by the addition of high-quality data that is rapidly produced and readily available on meaningful time scales.
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